Modification of the spacer device. Use in the patient with arthritis or an artificial airway.
The spacer device minimizes oropharyngeal deposition of metered dose inhaler (MDI) medication and helps ensure consistent delivery of the medications to the bronchial tree. Patients with hand limitations and artificial airways may be unable to use an MDI. We describe several modifications to two currently available spacer devices for use in these populations.